SECTION 3

LINEARITY TESTS
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DIAGNOSTIC RESULT

DataMaster DMT:100170
Location:

Calibration Date: 08/10/2011
Certification Date:08/10/2011
Installation Date:

Test Date: 08/11/2011
Test Time; 12:45:08

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 46.1°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage =1.53 V
Cooler Voltage = 1.63 V
Bias Voltage =80V
Chopper Freq = 528 Hz

PUMP INFO
Flow Rate = 5.671 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1134 0.1167
MIN (V) 0.1116 0.1154

FILTER INFO

Filter 1 0.117 Zero = true
Filter 2 0.642 Zero = true
Filter 3 1.621 Zero = true

CALIBRATION CHECK
Xg = 0.091 1.32%

DMT Serial Number #100170 Page 1 of 1

o .
‘,a‘nm,.,,( -
“_

Rl RLL T

Ans SRTY ]

08/11/2011 12:48 PM




0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

ACCURACY & PRECISION REPORT

0.06

DataMater DMT: 100170

Date: 08/11/2011
Time: 12:49:37

SUPERVISOR. NAME:
KIRK L KIMBALL

SOLUTION LOT #: 11-38-020

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
BLANK TEST

0o 0 0 06 0 0 0 0 0 o

noaaoanoooaan

Average = 0.019
Std Dev = 0.000

A
L3 Ié,il"[

STATE OF VERMONT

SOLUTION CONCENTRATION: 0.020

0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04
0.02

0.10
0.08

0.06
0.04
0.02

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

0.10
0.08

0.06
0.04

0.02
0.00

DMT Serial Number #100170

Page 1 of 1

0.002

0.00/

40.0

32.0

24.0

16.0

8.0

0.0

0

40.0

32.0

24.0

16.0

8.0

0.0

0

40.0

32.0

24.0

16.0

8.0

0.0

40.

32

24.

o O OO

16.

8.0

0.0

40.

32«

24.

o O OO

le6.

80

0.0

40.

32.

24.

o O OO

16.

8.0

0.0

40.0

32.0

24.0

16.0

8.0

0.0

0

40.0

32.0

24.0

16.0

8.0

0.0

25 30

40.

32;

24.

o O OO

16

8.0

0.0

25 30

40.0

32.0

24.0

16.0

8.0

0.0

10

185

20

25 30

08/11/2011 1:01 PM




0.20 40.0
0.16 32.0
0.12 24.0
0. 08— 16.0
0.04ff 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08 |, . 16.0
0.04f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 : 24.0
04 08 Pz - 18.0
STATE OF VERMONT 0.04 | - 8.0
0.00 0.0
DataMater DMT: 100170 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 08/11/2011 0.16 - 32.0
Time: 13:05:44 0.12 ; - 24.0
SUPERVISOR : O . 08 I ........... l 6 " O
KIRK L KIMBALL 0.04 7 8.0
0.00 : 0.0
SOLUTION LOT #: 11-33-080 b 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.080 G20 40,0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 13:06 0.12 . 24.0
CALIBRATION CHECK PASSED 13:06 0.08| 16.0
SIMULATOR VAPOR 33.9°C 0.078 13:07 0.04 i oy
SIMULATOR VAPOR 33.8°C 0.078 13:08 0.00 / -
SIMULATOR VAPOR 33.8°C 0.079 13:09 "5 5 10 15 20 25 30
SIMULATOR VAPOR 33.8°C 0.079 13:10 0.20 40.0
SIMULATOR VAPOR 33.9°C 0.079 13:11 0'16 32'0
SIMULATOR VAPOR 33.9°C 0.079 13:12 : :
SIMULATOR VAPOR 33.9°C 0.079 13:13 0.12 24.0
SIMULATOR VAPOR 33.9°C 0.080 13:15 0008 s 16.0
SIMULATOR VAPOR 33.9°C 0.080 13:16 0.04|f 8.0
SIMULATOR VAPOR 33.9°C 0.080 13:17 0.00 0.0
BLANK TEST 0.000 13:18 0 5 10 15 20 25 30
0.20 40.0
Average = 0.079 0.16 32.0
Std Dev = 0.000 My, A 0.12 2.0
\:5 6,1\’ 0, OB s 16.0
0.04 |4 8.0
0.00 ' 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0108 [ 16.0
0.04|f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
(- — 16.0
0.04 | 8.0
0.00 0.0
0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08— 16.0
0.04 8.0
0.00 0.0
0 5 10 15 20 25 30
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0.20
0.10
0.00
0.30
0.20
0.10
0.00
0.30
.20
ACCURACY & PRECISION REPORT ¢
0.10
STATE OF VERMONT
0.00
DataMater DMT: 100170
—————————————————————————————————————————— 0.30
Date: 08/11/2011
Time: 13:59:20 0.20
SUPERVISOR NAME: 0.10
KIRK I KIMBALL
0.00
SOLUTION LOT #: 12-03-160
SOLUTION CONCENTRATION: 0.161 0.30
BLANK TEST 0.000 14:00 O=ER
CALIBRATION CHECK PASSED 14:00
SIMULATOR VAPOR 33.9°C 0.163 14:00 0.10
SIMULATOR VAPOR 33.9°C 0.162 14:02 B
SIMULATOR VAPOR 33.8°C 0.162 14:03 -
SIMULATOR VAPOR 33.9°C 0.163 14:04 0.30
SIMULATOR VAPOR 33.9°C 0.163 14:05 .
SIMULATOR VAPOR 33.8°C 0.163 14:06 0.20
SIMULATOR VAPOR 33.8°C 0.163 14:08
SIMULATOR VAPOR 33.9°C 0.163 14:09 0.10
SIMULATOR VAPOR 33.8°C 0.162 14:10
SIMULATOR VAPOR 33.9°C 0.162 14:11 0.00
BLANK TEST 0.000 14:12
0.30
Average = 0.162
Std Dev = 0.000 ’é 0..20
W ,\\’“ 0.10
0.00
0.30
0.20
0.10
0.00
0.30
0.20
0.10
0.00
0.30
0.20
0.10
0.00
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0.50
0.40

0.30
0.20

0.10
0.00

0.50
0.40

0.30
0.20

0.10
0.00

0.50
0.40

ACCURACY & PRECISION REPORT

0..30

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

Average
Std Dev

STATE OF VERMONT

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.404
0.000

DataMater DMT: 100170
Date: 08/11/2011
Time: 14:23:52

SUPERVISOR NAME:
KIRK L KIMBALL

SOLUTION LOT #: 11-34-400

SOLUTION CONCENTRATION: 0.400
BLANK TEST
CALIBRATION CHECK

33.6
33.7
33.7
33.7
33.7
33.7
33.7
33.7
33.7
33.7

L:;’”ﬁlﬂ
| @/

0O 0 0o 0o 0 o 0o 0 O O
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DIAGNOSTIC RESULT

DataMaster DMT:100170
Location:

Calibration Date: 08/10/2011
Certification Date:08/10/2011
Installation Date:

Test Date: 08/11/2011
Test Time: 14:48:40

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

wonn
I
e U
..
Q

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

o
Ul

PUMP INFO
Flow Rate = 5.653 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1382 0.1394
MIN (V) 0.1344 0.1372

FILTER INFO

Filter 1 0.138 Zero = true
Filter 2 0.663 Zero = true
Filter 3 1.647 Zero = true

CALIBRATION CHECK
Xq = 0.092 0.38%
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DIAGNOSTIC RESULT

DataMaster DMT:100170
Location:

Calibration Date: 08/10/2011
Certification Date:08/10/2011
Installation Date:

Test Date: 08/12/2011
Test Time: 07:50:30

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber = 48.9°C

Breath Tube
Digital Sim

o
N
U
~J
[+
Q

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

PUMP INFO
Flow Rate = 5.693 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1083 0.1104
MIN (V) 0.1043 0.1085

FILTER INFO

Filter 1 0.108% Zero = true
Filter 2 0.635 Zero = true
Filter 3 1.612 Zero = true

CALIBRATION CHECK
Xg = 0.092 0.38%

DMT Serial Number #100170 Page 1 of 1
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0.10 40.0
0.08 32.0
0.06 24.0
0.04 : 16.0
0.02| 8.0
0.00 (@)7%0)
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0. 02 [~ 8.0
0.00lL 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
ACCURACY & PRECISION REPORT 0.06 ' 24.0
0.04 16.0
STATE OF VERMONT 0. 02 |=czmse: 8.0
0.00 0.0
DataMater DMT: 100170 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.10 40.0
Date: 08/12/2011 0.08 32.0
Time: 13:52:03 0.06 : 24.0
SUPERVISOR NAME: 8.4 A B
KIRK L KIMBALL 0.02)== 8.0
0.00 0.0
SOLUTION LOT #: 11-38-020 Q 5 10 15 20 25 80
SOLUTION CONCENTRATION: 0.020 0.10 40.0
__________________________________________ 0.08 32.0
BLANK TEST 0.000 13:52 0.06 : 24..0
CALIBRATION CHECK PASSED 13:53 0.04 16.0
SIMULATOR VAPOR 34.2°C 0.020 13:53 T s g4
SIMULATOR VAPOR 34.2°C 0.020 13:54 0'00 — o'o
SIMULATOR VAPOR 34.4°C 0.020 13:55 N0 5 1o 15 20 28 T
SIMULATOR VAPOR 34.2°C 0.020 13:56 6.10 1
SIMULATOR VAPOR 34.2°C 0.020 13:57 o'os : 32‘0
SIMULATOR VAPOR 34.4°C 0.019 13:58 : :
SIMULATOR VAPOR 34.2°C 0.019 13:59 0.06 24.0
SIMULATOR VAPOR 34.2°C 0.019 14:00 0.04 16.0
SIMULATOR VAPOR 34.2°C 0.019 14:01 0.02 8.0
SIMULATOR VAPOR 34.2°C 0.019 14:02 0.00l/— 0.0
BLANK TEST 0.000 14:03 0 5 10 15 20 25 30
0.10 40.0
Average = 0.019 0.08 32.0
Std Dev = 0.000 A ¢ & 0.06 24.0
L\'{ M@ 0.04 16.0
g 002 |~z 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 ) 16.0
0. 02— 8.0
0.00 0.0
0 5 10 15 20 25 30
0.10 : 40.0
0.08 32.0
0.06 : 24.0
0.04 16.0
0.02 |z 8.0
0.00 0.0
0 5 10 15 20 25 30
010 B 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0502 | 8.0
0.00 0.0
0 5 blifo] 15 20 25 30
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0.20 40.0
0.16 32.0
0.12 24.0
- e — 16.0
0.04|-f~ 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 [——z== 16.0
0.04 |- 8.0
0.00 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0.08 |~ 16.0
STATE OF VERMONT 0.04 | 8.0
0.00 0.0
DataMater DMT: 100170 0 10 15 20 25 30
—————————————————————————————————————————— 0.20 40.0
Date: 08/12/2011 0.16 32.0
Time: 14:14:50 0.12 24.0
SUPERVISOR NAME: 008 - 16.0
KIRK I KIMBALL 0.04 14 8.0
0.00 0.0
SOLUTION LOT #: 11-33-080 0 10 15 20 25 30
SOLUTION CONCENTRATION: 0.080 0.20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 14:15 0.12 24.0
CALIBRATION CHECK PASSED 14:15 0.08k 16.0
SIMULATOR VAPOR 34.4°C 0.077 14:16 5. f &
SIMULATOR VAPOR 34.2°C 0.077 14:17 0'00- O'O
SIMULATOR VAPOR 34.2°C 0.077 14:18 o 10 15 20 25 30
SIMULATOR VAPOR 34.2°C 0.078 14:19 0.20 405
SIMULATOR VAPOR 34.2°C 0.078 14:20 0'16 32'0
SIMULATOR VAPOR 34.2°C 0.078 14:21 ’ .
SIMULATOR VAPOR 34.4°C 0.078 14:23 012 i
SIMULATOR VAPOR 34.4°C 0.078 14:24 0...08 [z 16.0
SIMULATOR VAPOR 34.2°C 0.079 14:25 0.04 8.0
SIMULATOR VAPOR 34.2°C 0.079 14:26 0.00 0.0
BLANK TEST 0.000 14:27 0 10 15 20 25 30
0.20 40.0
Average = 0.077 0.16 32.0
Std Dev = 0.000 0.12 24.0
0.08 |- 16.0
12 f
Fﬂz”“ 0.04f 8.0
/\ 0.00 0.0
0 10 15 20 25 30
0.20 40.0
€ 0.16 32.0
‘) »}/ ) 4 0.12 24.0
’(‘) § \,“ 0. 08 | 16.0
{
0.04 8.0
'\ i/ /
‘ Vf’r\?}w L/ 0.00 0.0
M \ 0 10 15 20 25 30
\'L 0,20 40.0
4 0.16 32.0
0.12 24.0
(108 s 16.0
0.04[f 8.0
0.00lL 0.0
0 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 |- 16.0
0.04 8.0
0.00 0.0
0 10 15 20 25 30
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0.20 40.0
0.16 32.0
0.12 24.0
0. 08 == 16.0
0.04 - 8.0
0.00 0.0

0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 e - . 1160
0.04 8.0
gt 0.00 ¥l

s g T R 0 5 10 15 20 25 30
" : 0.20 40.0
0.16 32.0
ACCURACY & PRECISION REPORT 0.12 24.0
0. 08 |-z 16.0
STATE OF VERMONT 0.04|f 8.0
0.00F 0.0

DataMater DMT: 123106 0 5 10 15 20 25 30
e e o 1 o 4 e . 0.20 40.0
Date: 08/12/2011 0.16 32,10
Time: 14:23:44 0.12 24.0
SUPERVISOR NAME: 0- 08 +E.0
KIRK L KIMBALL : 0.0417 8.0
‘ 0.00 0.0

SOLUTION LOT #: 12-02-080 ' 0 5 L0 9 w4 €3 50
SOLUTION CONCENTRATION: 0.080 0. 20 40.0
__________________________________________ 0.16 32.0
BLANK TEST 0.000 14:24 0.12 24.0
CALIBRATION CHECK PASSED 14:24 0.08 16.0
SIMULATOR VAPOR 34.2°C 0.079 14:25 6. 6T g
SIMULATOR VAPOR 34.2°C 0.079 14:26 6. i / g

SIMULATOR VAPOR 34.2°C 0.079 14:27 0 5 10 15 20 25 30

SIMULATOR VAPOR 34.2°C 0.079 14:28 0.20 40.0
SIMULATOR VAPOR 34.2°C 0.079 14:29 0.16 8%.0
SIMULATOR VAPOR 34.1°C 0.080 14:30 ’ . ’
SIMULATOR VAPOR 34.2°C 0.079 14:32 0.12 i
SIMULATOR VAPOR 34.2°C 0.080 14:33 0.08 |-z 16.0
SIMULATOR VAPOR 34.2°C 0.080 14:34 0.04 1’ 8.0
SIMULATOR VAPOR 34.2°C 0.080 14:35 0.00 0.0

BLANK TEST : 0.000 14:36 0 5 10 15 20 25 30
0.20 40.0
Average = 0.079 0.16 32,50
Std Dev = 0.000 .0.12 24.0
: 0.08 16.0

725 \\ Foesan

\)’\,)dﬁ '\’L\ 0.04f 8.0
S 0.00 0.0

0 5 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0.08 -z 16.0
0.04|f 8.0
0.00 0.0

0 5 - 10 15 20 25 30
0.20 40.0
0.16 32.0
0.12 24.0
0. 08 [z 16.0
0.04ff 8.0
0.00 0.0

0 5 10 15 20 25 30
0.20 ; 40.0
0.16 32.0
0.12 ' 24.0
0. 08 |~ s 16.0
0.04| 8.0
0.00 0.0

0 5 10 15 20 25 30
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0.20
0.10
0.00
0.30
0.20
0.10
0.00
0.30
ACCURACY & PRECISION REPORT 0,86
0.10
STATE OF VERMONT
0.00
DataMater DMT: 100170
—————————————————————————————————————————— 0.30
Date: 08/12/2011
Time: 14:41:30 0.20
SUPERVISOR NAME: 0.10
KIRK L KIMBALL
0.00
SOLUTION LOT #: 12-03-160
SOLUTION CONCENTRATION: 0.161 0.30
BLANK TEST 0.000 14:42 0.20
CALIBRATION CHECK PASSED 14:42
SIMULATOR VAPOR 34.4°C 0.160 14:43 0.10
SIMULATOR VAPOR 34.4°C 0.159 14:44 4. 56
SIMULATOR VAPOR 34.4°C 0.159 14:45 .
SIMULATOR VAPOR 34.2°C 0.159 14:46 0.30
SIMULATOR VAPOR 34.4°C 0.159 14:47 .
SIMULATOR VAPOR 34.2°C 0.160 14:49 0.20
SIMULATOR VAPOR 34.2°C 0.161 14:50
SIMULATOR VAPOR 34.2°C 0.159 14:51 0.10
SIMULATOR VAPOR 34.2°C 0.160 14:52
SIMULATOR VAPOR 34.2°C 0.160 14:53 0.00
BLANK TEST 0.000 14:54
0.30
Average = 0.159
Std Dev = 0.000 0.20
) 0.10
L}« _@'“ 0.00
’I/t
/] 0.30
0.20
0.10
0.00
0.30
0.20
0.10
0.00
0.30
0.20
0.10
0.00
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0.50 140.0
0.40 - 32.0
\ 0.30}- 24.0
0.20 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 40.0
0.40 32.0
0.30 24.0
0.20 16.0
0.10 8.0
0.00 0.0
0 5 10 15 20 25 30 35 40 45
0.50 —140.0
0.40 - 32.0
ACCURACY & PRECISION REPORT 0.30-f 24.0
0.20} 16.0
STATE OF VERMONT 0.10(f 8.0
0.00 0.0
DataMater DMT: 100170 0 5 10 15 20 25 30
—————————————————————————————————————————— 0.50 40.0
Date: 08/12/2011 o 32.0
Time: 15:00:29 0.30 'I 24.0
|
SUPERVISOR NAME: 0201 16.0
RIRK I KIMBALL ' 0.1017 8.0
0.00 0.0
SOLUTION LOT #: 11-34-400 ‘ 0 5 10 15 20 25 50
SOLUTION CONCENTRATION: 0.400 0.50 : 40.0
A L A .. 0 A0 [t 320
BLANK TEST 0.000 15:01 0.30/-f 24.0
CALIBRATION CHECK PASSED 15:01 0.20[4 16.0
SIMULATOR VAPOR 34.4°C 0.394 15:02 5. ani 5 &
SIMULATOR VAPOR 34.2°C 0.395 15:03 g s
SIMULATOR VAPOR 34.2°C 0.396 15:04 - 5 - T pon 25 30
SIMULATOR VAPOR 34.4°C 0.396 15:06 0.50 40.0
SIMULATOR VAPOR 34.2°C 0.396 15:07 I cnss 32.0
SIMULATOR VAPOR 34.2°C 0.396 15:08 :  — ’
SIMULATOR VAPOR 34.2°C 0.397 15:10 9.301% 2.0
SIMULATOR VAPOR 34.1°C 0.397 15:11 0.20 16.0
SIMULATOR VAPOR 34.4°C 0.397 15:12 0.10 } 8.0
SIMULATOR VAPOR 34.4°C 0.398 15:14 0.00 0.0
BLANK TEST 0.000 15:14 0 5 10 15 20 25 30
0.50 40.0
Average = 0.396 0 o 40 32.0
i
Std Dev = 0.001 0.30[] : P
W 0.20} 16.0
iy .Iz'f]‘ 0.10[ 8.0
5 0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40( P 32.0
0.30[-f 24.0
0.20} 16.0
0.10[4 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
O] — 32.0
0.30}-f 24.0
0.20 16.0
0.10[f 8.0
0.00 0.0
0 5 10 15 20 25 30
0.50 40.0
0.40"“'}.* 32.0
0.30-f 24.0
0.20f 16.0
0.10(f 8.0
0.00 0.0
0 5 10 15 20 25 30
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DIAGNOSTIC RESULT

DataMaster DMT:100170
Location:

Calibration Date: 08/10/2011 -
Certification Date:08/10/2011
Installation Date:

Test Date: 08/15/2011
Test Time: 07:56:49

VERSIONS

DMT: 1.00

PIC: 2.06
Modem: 2.1
Questions: 2.0

TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 45.7°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage = 1.53 V
Cooler Voltage = 1.64 V
Bias Voltage =80V
Chopper Freg = 531 Hz

PUMP INFO
Flow Rate = 5.639 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1122 0.1161
MIN (V) 0.1106 0.1144

FILTER INFO

Filter 1 0.116 Zero = true
Filter 2 0.641 Zero = true
Filter 3 1.614 Zero = true

CALIBRATION CHECK
Xq = 0.093 0.57%
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0.10 40.0
0.08 32.0
0.06 24.0
0.04 16,0
0.02|- 8.0
0.00 0.0
0 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 J24.0
0.04 16.0
0.02|7—— 8.0
0.00 0.0
0 10 15 20 25 30
0.10 40.0
. 0.08 32.0
ACCURACY & PRECISION REPORT 0.06 24.0
0.04 16.0
STATE OF VERMONT 0.02 |- 8.0
, 0.00 0.0
DataMater DMT: 100170 0 10 15 20 25 30
—————————————————————————————————————————— 0.10 40.0
Date: 08/15/2011 0.08 32.0
Time: 08:11:44 0.06 24.0
SUPERVISOR NAME: 0. mipn
KIRK I KIMBALL 0.02 |z== 8.0
0.00 0.0
SOLUTION LOT #: 11-38-020 0 10 15 20 25 30
SOLUTION CONCENTRATION: 0.020 0.10 ; 40.0
__________________________________________ 0.08 32.0
BLANK TEST 0.000 08:12 0.06 24.0
CALIBRATION CHECK PASSED 08:12 0.04 16.0
SIMULATOR VAPOR 33.9°C 0.022 08:13 T e i— 5.5
SIMULATOR VAPOR 33.9°C 0.021 08:14 0’00 o o'o
SIMULATOR VAPOR 34.0°C 0.020 08:15 o 10 15 20 25 30
SIMULATOR VAPOR 34.0°C 0.021 08:16 0.10 40.0
SIMULATOR VAPOR 33.9°C 0.020 08:17 o‘oa 32'0
SIMULATOR VAPOR 34.0°C 0.021 08:18 : ’
SIMULATOR VAPOR 34.0°C 0.020 08:19 0.08 24.0
SIMULATOR VAPOR 34.0°C 0.020 08:20 0.04 16.0
SIMULATOR VAPOR 34.0°C 0.020 08:21 0.02 |- 8.0
SIMULATOR VAPOR 34.0°C 0.020 08:22 0.00\Z 0.0
BLANK TEST 0.000 08:23 0 10 15 20 25 30
. 0.10 40.0
Average = 0.020 0.08 3240
Std Dev = 0.000 0.06 24.0
. 0.04 16.0
Lg 546,'\\ 0.02 |-z 8.0
< 0.00 0.0
A 0 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0. 02 | 8.0
0.00 0.0
0 10 15 20 25 30
0.10 40.0
0.08 32.0
0.06 24.0
0.04 16.0
0.02 s 8.0
0.00 0.0
0 10 15 20 25 30
0.10 40.0
0.08 32.0
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ACCURACY & PRECISION REPORT

0.12

STATE OF VERMONT
DataMatexr DMT: 100170

Date: 08/15/2011
Time: 08:27:54

SUPERVISOR NAME:
KIRK L KIMBALL

SOLUTION LOT #: 12-20-080
SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR
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ACCURACY & PRECISION REPORT

Time: 08:46:43

BLANK TEST

SIMULATOR VAPOR
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BLANK TEST

Average = 0.162
Std Dev = 0.000

-

SUPERVISOR NAME:
KIRK L KIMBALL

DataMater DMT: 100170

Date: 08/15/2011

SOLUTION LOT #: 12-03-160
SOLUTION CONCENTRATION: 0.161

CALIBRATION CHECK
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DataMater DMT: 1

Date: 08/15/2011
Time: 09:08:36

SUPERVISOR NAME:
KIRK L KIMBALL

BLANK TEST
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DIAGNOSTIC RESULT

DataMaster DMT:100170

Location: ¥ ke
Calibration Date: 08/10/2011 NRDtoE 1
Certification Date:08/10/2011 e SR
Installation Date:

Test Date: 08/15/2011

Test Time: 09:04:39

VERSIONS

DMT: 1.00

PIC: 2.06

Modem: 2.1

Questions: 2.0

TEMPERATURES

Sample Chamber = 48.9°C

Breath Tube = 45.2°C

Digital Sim = 34.4°C

SETTINGS

Lamp Voltage =1.53 V

Cooler Voltage = 1.63 V

Bias Voltage =80V

Chopper Freg = 530 Hz

PUMP INFOQ
Flow Rate = 5.594 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1484 0.1500
MIN (V) 0.1463 0.1488

FILTER INFO

Filter 1 0.149 Zero = true
Filter 2 0.672 Zero = true
Filter 3 1.654 Zero = true

CALIBRATION CHECK
Xqg = 0.093 0.09%
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